Surface analysis of biomedical devices.
Modern surface analysis methods are highly effective tools in the development and manufacture of biomedical devices. Improvements in the performance of surface analysis techniques and sample handling are shown to have extended their value throughout device development. The application of these techniques and key improvements in their capabilities are discussed in the light of possible future regulatory requirements, which could include auditing of the surface chemistry of devices during manufacture, packaging, and storage.